
Urszula Zaleska-DorobiszA, D, F, Krzysztof KaczorowskiB, D–E,  
Aleksander PawluśB, D–E, Agata PuchalskaB, D–E, Marcin InglotB, D–E

Ultrasound Elastography – Review of Techniques  
and its Clinical Applications
Department of Radiology, Wroclaw Medical University, Poland 

A – research concept and design; B – collection and/or assembly of data; C – data analysis and interpretation; 
D – writing the article; E – critical revision of the article; F – final approval of article; G – other

Abstract
Sonoelastography is a modern ultrasound method, which enables the representation of tissues and organs with 
the evaluation of their elasticity, “stiffness”. The principle of elastography is to use repeated, slight pressure on the 
examined organ with the ultrasound transducer. Changes in elasticity and deformation of tissues arising whilst the 
compression is processed and presented in real time with color-coded maps, is called elastograms. The method is 
applicable mainly in diagnosing malignant lesions. Tumor tissues have different elasticity and undergo different 
deformations under pressure than healthy tissues. As a result of computer analysis, images in various colors are 
generated. Based on the nature of areas of normal and increased stiffness classifications of the images in point 
scales have been developed. Ultrasound devices equipped with sonoelastography option enable more accurate 
imaging and evaluation of the nature of lesions situated at small depth, e.g. breast, thyroid, testicles, prostate, some 
groups of lymph nodes. They increase the accuracy of ultrasound in diagnostics and the evaluation of the stage of 
malignant lesions. This also helps to indicate more precisely the areas that require the biopsy (Adv Clin Exp Med 
2014, 23, 4, 645–655).
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Ultrasound elastography (sonoelastography) is 
a noninvasive imaging technique that can be used 
in medicine to define stiffness of the tissues or dis-
placement (strain) in response to an applied force 
[1–3]. The elastographic examination looks al-
most identical to a regular ultrasound examination 
[3, 4]. The usefulness of this method is based on 
the fact that pathological changes in tissues gener-
ally affect also in their stiffness [2–5]. 

An acquired image (elastogram) is not the re-
sult per se. It requires the physician’s analysis dur-
ing the examination and after it. Principles of sono-
elastography are based on using repeated pressure 
of the ultrasound probe on the tissue. Differences 
in tissue displacement are calculated and presented 
as color maps, so-called elastograms [2, 3, 6–8]. An 
innovative technique allows lapping that color scale 
with an elasticity score over the regular grey-scaled 
ultrasound image. Each elasticity score is coded by 
a different color [5, 8]. The range of colors, from 

red to blue, corresponds to increasing stiffness of 
the tissue of interest. Red color represents soft tis-
sues, green those of intermediate stiffness and blue 
“hard” ones. Color-scaled elastograms lapped over 
the grey-scaled sonograms allow for an analysis of 
elasticity of noticed lesion.

Interpretation of acquired images is usually 
based on a comparison the areas of different co-
hesion to standardized scales, e.g. Tsukuba scale, 
which helps to number noticed lesion among 
the group more or less suspected of malignancy 
[7, 8]. Many malignant changes, like cancers of the 
breast or prostate, appear as lesions of higher stiff-
ness [1–5, 7]. In scientific research, it is generally 
agreed that no other physical parameter of tissue is 
changed by pathological or physiological process 
so remarkably as its elasticity [3, 4, 8, 9]. Since the 
late eighties, investigators aimed to provide images 
that showed elastic differences in organs [3, 4, 9].

The majority of malignant lesions is less elastic 
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– it does not undergo displacement in comparison 
to its surrounding tissues. This feature is character-
istic for malignant tumors, e.g. tumors of breasts, 
thyroid, liver or prostate. Sonoelastography allows 
us to find pathologically changed areas in organs 
that are not noticeable in a regular ultrasound ex-
amination. Data acquired in elastographic exami-
nation increases the chances of noticing early le-
sion (e.g. in prostate or breasts) and increases the 
possibility of its precise analysis.

Moreover, elastography is a useful tool to very 
precisely indicate the place of a possible biopsy 
by exposing areas potentially most pathologically 
changed [9, 10].

One of the first attempts of this was through re-
search by Lerner et al. [1, 8]. He used low-frequen-
cy vibrations provided by an external source that 
was brought into close contact to the organ. Differ-
ences of amplitudes of peak vibration between hard 
lesion and soft homogeneous tissue were mapped 
on a gray scale. However, the term “elastography” 
was introduced by Ophir et al. to describe their ul-
trasonic elasticity-imaging approach [1–3, 6, 7].

Sonoelastography is a new technique, first de-
scribed in 1987 by Krouskop et al. [1, 3]. Since that 
moment, elastography has been utilized to eval-
uate numerous types of tissues, including liver, 
breasts, thyroid, lymph nodes, but also blood ves-
sels, musculoskeletal structures, pancreas or even 
brain [6, 10–14].

In last two decades a couple ways of acquiring 
elastograms were developed and different methods 
of elastosonography were known, but imaging of 
elasticity of the human body is still being evaluat-
ed [3, 4, 7, 11, 12, 14].

Review 
Principles  
of Ultrasound Elastography
Elastosonography provides knowledge about 

internal strains induced in a soft material under-
going an axial stress [2, 5, 8–10]. There is a pro-
portional relationship for many solids between the 
measured strain and the load over a wide range 
of loads. It is a linear relationship described by 
Hooke’s law, which says that every component of 
the state of stress at a point is a linear function of 
the components of the state of strain at the point 
(Saada 1989). This can be presented as a mathe-
matical equation:

σij = Cijmnεmn {i, j, m, n = 1, 2, 3},

where Cijmn are elastic constants comprising the 
elements of a stiffness matrix and σij is the stress 

component in a plane perpendicular to the axis xi 
and parallel to the axis xj.

The biological tissue behavior in elastography 
is assumed to be linear elastic for small deforma-
tions, isotropic and nearly incompressible. Con-
sidering this, the equation can be expressed by 
using two independent parameters known as the 
Lame’s constants λ and μ:

C1122 = λ

C1111 = λ+2μ

C1212 = ½(C1111−C1122) = μ

The constant μ, is referred to as the shear mod-
ulus. The volume change per unit volume due to 
spherical stress is dependent on the bulk com-
pressional modulus K, which is related to the 
Lame’s constants by: 

K =
 (3l + 2µ)
        3 

Two other parameters are used to represent me-
chanical properties of solid tissues: Young’s modu-
lus, E, and Poisson’s ratio, v. These are connected to 
K and μ by the leading expressions [3, 8, 11, 12]:

                          
K =

       E
3 (1 – 2v)

and

                           
µ =

       E
2 (1 + v)

However, most tissues have properties interme-
diate between solid bodies and fluids. Furthermore, 
soft tissues share with liquids are nearly incompress-
ible and also its density differs little from that of wa-
ter. These facts explain mechanical behavior of soft 
tissues, which can be anisotropic, non-Hookean and 
viscoelastic [2, 3, 11, 13, 14]. In fact, the linear elastic 
Hookean behavior can be used for elasticity analysis 
only for very small static deformations [2, 3, 5, 8].

In the past two decades there was much re-
search aiming to characterize the mechanical prop-
erties of biological tissues such as the shear or elastic 
modulus (Young’s modulus), the Poisson’s ratio, or 
any of the longitudinal or shear strains that occur in 
tissues as a response to an applied load [1–3, 8]. An 
important fact is that there is no direct correlation 
between echogenicity and stiffness of the tissues and 
imaging tissue stiffness, or an associated parameter, 
such as a local tissue strain, may render new infor-
mation which can be compared to sonograms [3, 8, 
10, 11, 13, 14]. In general, sonoelastography tech-
niques can be divided into three groups:

1) where components of displacement or of 
the strain tensor which are a result of a quasi-stat-
ic compression applied to the tissue are estimated;
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2) based on a monochromatic low-frequency 
vibration, for example, sonoelasticity, (Krouskop  
et al. 1987, Lerner et al. 1990, Yamakoshi et al. 
1990) where Doppler signals are used to estimate 
tissue displacement and vibro-acoustography (Fa-
temi et al. 1998) in which ultrasound-stimulated 
acoustic emission is used [1–3, 5, 7];

3) based on properties of shear waves, such as 
Transient Elastography (TE) (Sandrin et al. 1999), 
Acoustic Radiation Force Impulse (ARFI), Shear-
Wave Elastography [2, 3, 8, 10, 12, 15].

In the evaluation of elastograms, different 
scales are used, e.g. the five-point Tsukuba scale, 
proposed by Itoh A. et al., which represents the de-
gree of deformation of the examined tissues using 
schematic patterns [3, 5].

Quasi-Static Elastography
Quasi-Static Elastography (QSE) is one of the 

most popular commercially available techniques. 
It is based on the compression of tissue by external 
mechanical force or an internal endogenous force 
[5, 7, 9]. During tissue deformation, several images 
are made. Displacement, motion and time delay be-
tween the local region of interest (ROI) within two 
subsequent images are recorded during different 
compression. A value for every pixel is calculated 
from two subsequent images. Because of the depen-
dence of used mechanical force and surrounding 
tissue, this value is relative [2, 3, 7, 9]. Therefore, 
this is an example of qualitative elastography. The 
effects of the calculations for every pixel can be visu-
alized on the screen in different ways: side-by-side 
to the conventional B-mode image or overlaid on 
the B-mode image. The quality of the examination 
depends significantly on the experience and tech-
nique of the investigator. First, he has to choose the 
right angle of compression. If it is not done correct-
ly, artifacts leading to misinterpretation can occur. 
Secondly, it is important to apply adequate com-
pression strength. The strength and duration of 
manually induced deformation should be visually 
controlled. The compression needs to be performed 
at least two times to make elastograms reproduc-
ible [3, 9]. Real-time ultrasound elastography has 
been recently developed. It is an example of semi-
quantitative elastography as the software measures 
the ratio between nodule and normal parenchyma. 
However, it is still relative and does not give precise 
values of viscoelastic parameters [3, 5, 7, 9].

Vibro-Acoustography (VA)
This method uses the acoustic response (acous-

tic emission) of a tissue to the harmonic radia-
tion force of ultrasound for imaging and material 

characterization [2, 3, 8, 9]. Acoustic emission is 
generated by focusing two ultrasound beams of 
slightly different frequencies at the same point and 
vibrating the tissue. Vibrations of tissues are a con-
sequence of ultrasound radiation force used on the 
object at a frequency equal to the difference be-
tween the frequencies of the primary ultrasound 
beams. The radiation force from these two beams 
has a component at Δf (called dynamic ultrasound 
radiation force), which vibrates the object. A hy-
drophone detects the acoustic response of the tis-
sue to this force. The acoustic signal is recorded 
as a result of raster scanning across the object the 
co-focus of the ultrasound beam. The brightness of 
each image pixel proportional to the amplitude of 
the acoustic signal from the excitation point of the 
object is modulated to form an image of the object 
[8, 9]. Although VA is basically an imaging method 
there are attempts to use it to provide quantitative 
estimations of viscoelastic parameters [3, 7, 9].

Transient Elastography
Transient Elastography (TE) was original-

ly a one-dimensional method which gives a sin-
gle elasticity value from a region [3, 10]. In this 
method both ultrasounds and low-frequency 
(50 Hz) mechanically generated shear waves are 
used. Propagation speed of shear waves is direct-
ly related to the elasticity of tissues. This propa-
gation is slower in soft tissue than in a stiff region 
[3, 6, 10, 11, 15, 16]. Transient Elastography is ex-
ample of a quantitative method [3, 6, 8, 10, 16, 17, 
19, 20]. This method is used in a machine devel-
oped by Echosesns commercially available as Fi-
broScan®. Despite original one-dimensional char-
acter of TE, a two-dimensional variation has been 
developed [3, 10, 16, 17, 19, 20]. General limita-
tions of TE are:

1) ability to explore only the low volume of 
parenchyma,

2) measurement guiding is impossible due to 
the absence of ultrasound imaging,

3) possible difficulties in measurement in case 
of obesity or ascites,

4) the lack of specificity for the distinction of 
significant fibrosis level,

5) lack of imaging guidance making this meth-
od difficult to learn.

Acoustic Radiation Force 
Impulse (ARFI)

ARFI gives not only elastograms but also 
sets some parameters of soft tissue like peak dis-
placement, the time that it takes to reach peak 
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displacement, and the recovery time. Due to this 
fact it can be found as quantitative elastography 
[3, 16, 17, 20]. It is based on the mechanical exci-
tation of tissue by providing localized, impulsive, 
acoustic radiation force, so that shear wave propa-
gates away from the region of excitation [17, 20]. 
Tissue response for displacement induced by exci-
tation is measured and used to generate elastogram 
[17, 19–21]. ARFI is a one-dimensional technique 
and has some limitations such as: inability to pro-
vide an elasticity map of tissue or to perform elas-
ticity measurement retrospectively. In addition, 
these measurements are not in real time, there is 
no information about standard deviation, only the 
average value is calculated in the ROI. Also, the 
possible depth of the ROI is reduced due to the fre-
quency limitation caused by excessive transducer 
heating [7, 17, 20, 21].

Shear Wave Elasticity Imaging 
(SWEI) and Supersonic Elasticity 
Imaging (SSI)

These methods are based on measuring shear 
wave propagation velocity in soft tissue [3, 7, 9, 12, 
22, 23]. The ultrasound probe generates a very lo-
calized radiation force, which induces shear waves 
that propagate from that focal point directly in the 
tissue of interest. A subsequent change in the depth 
of focal location leads to interference of shear waves 
and the generation of a conical shear wave. These 
are principles of SSI [3, 22–24]. This technique re-
quires very fast acquisition of ultrasound images, 
at least 5000 frames per second up to 20000 frames 
per second [7, 20, 23, 24]. Such fast acquisition re-
duces the risk of artifacts made by patient or inves-
tigator movements. SSI make sit possible to create 
a two-dimensional color map, where color codes 
speed of wave in meters per second or elasticity of 
the tissue in kilopascals. This real-time imaging 
method is also an example of quantitative elastog-
raphy [3, 9, 6, 7, 11]. SWEI and SSI have limits on 
the intensity used to avoid both mechanical and 
thermal bio-effects so it may cause difficulties in 
analyzing deeper-located tissues.

Other Methods
There are some variations of sonoelastogra-

phy that need to be mentioned. The first is endo-
scopic ultrasound elastography and trans-rectal 
ultrasound elastography [3, 12–14, 25]. There are 
promising reports about its high specificity in diag-
nosing e.g. malignancy in lymph nodes and pancre-
atic cancer [13] or diagnosing inflammatory bowel 

diseases [11, 25]. The second is Intravascular Ul-
trasound Elastography (IVUSE) [24]. Despite that 
technique being still in its infancy, it could sub-
stantially improve the differential of atheromatous 
plaques [14]. The third is three-dimensional shear 
wave elastography (3D SWE). Recent research did 
not show the superiority to the two-dimension-
al shear wave elastography (2D SWE) combined 
with B-mode ultrasound in differentiating breast 
lesions; however, there are some unique features, 
like more reproducibility, of 3D SWE that allow us 
to set hopes on this method [11, 19, 20, 22, 23].

Clinical Use  
of Elastosonography
Breast 
Another common application of US elastog-

raphy are breast examinations [1, 4, 25, 26]. This 
issue has been studied systematically since 1997. 
Garra et al. [25] reported that US elastography has 
very good results in detecting tumors and distin-
guishing cancerous lesions from benign ones.

Itoh et al. [26] found that elastography has di-
agnostic performance which is comparable to con-
ventional US with 86% sensitivity, 90% specificity, 
and 88% accuracy for the differentiation of benign 
and malignant solid breast masses.

Zhi et al. [27] compared three methods – US 
elastography, conventional US and mammo- 
graphy.

Elastography was the most specific (95.7%) of 
the 3 modalities. The accuracy (88.2%) and positive 
predictive value (87.1%) of US elastography were 
higher than those of conventional US (respectively 
72.6% and 52.5%). A combination of US elastogra-
phy and conventional US had the best sensitivity 
(89.7%) and accuracy (93.9%) and the lowest false-
negative rate (9.2%). The specificity (95.7%) and 
positive predictive value (89.7%) of the combina-
tion were better, and the false-positive rate (4.3%) 
of the combination was lower than those of mam-
mography and sonography. In consequence, using 
elastography as an adjunct to routine breast ultra-
sound could potentially reduce unnecessary biop-
sies. This seems to be an important aim because 
nearly 80% of biopsied breast lesions turn out to 
be benign, according to the American Cancer So-
ciety [4, 11, 25, 26].

Another significant issue is to evaluate the cri-
teria for breast masses classification in elastogra-
phy which should help to improve the consisten-
cy of the diagnosis. Several diagnostic criteria have 
been proposed, which include lesion visualization, 
relative brightness, margin regularity, and lesion 
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size in comparison with B-mode US images [25]. 
It was also noted that cancerous lesions appear 
larger on the elastogram than they do on the cor-
responding sonogram. Stromal response to breast 
cancer causes myofibroblasts to produce collagen 
and extracellular matrix proteins, which increas-
es the stiffness of the tumors and the tissues sur-
rounding them. The strain difference, which is used 
as a means of producing contrast in elastography, 
causes the measured transverse diameters of malig-
nant tumors on elastograms to be larger than those 
measured in conventional US images. The combi-
nation of lesion stiffness and size relative to the so-
nogram results in the possibility to distinguish be-
nign from malignant lesions and allows for more 
precise mapping of tumors [4, 5, 11, 27].

Liver
One of the most common applications of US 

elastography imaging is the evaluation of hepatic 
cirrhosis, fibrosis [3, 4, 10, 11, 15–19] and focal liv-
er lesions [17, 23, 24].

In patients with chronic liver diseases, deter-
mination of inflammation grading and fibrosis 
staging is important for prognostic reasons and 
for identifying patients who will benefit from the 
treatment [4, 19]. Assessment of liver fibrosis can 
also determine the response to treatment in pa-
tients already receiving treatment. Following not 
only the progression, but also the regression of fi-
brosis over time could be very important, because 
research has demonstrated a reduction in liver fi-
brosis with treatment, even in advanced stages 

[10, 16, 18–21]. Hepatocellular carcinoma screen-
ing can also be implemented for patients identified 
with underlying cirrhosis [4, 10, 17].

At present, liver biopsy still remains the gold 
standard in the evaluation of liver fibrosis [20–22]. 
The accuracy of this method is, however, limit-
ed by the specimen size and fragmentation, sam-
pling error, and inter-observer variability [20–24]. 
Furthermore, it is an invasive, painful and rela-
tively expensive procedure, which can be associ-
ated with significant morbidity and, rarely mor-
tality, rendering it less acceptable by patients and 
clinicians [24].

Therefore, a new non-invasive technique of 
hepatic fibrosis evaluation was an important aim 
of research. One of the available methods is based 
on the measurement of fibrosis serum biomarkers, 
and the second takes advantage of liver stiffness 
measurement. Using a combination of different 
blood marker levels and the assessment of tissue 
elasticity based on elastography has shown prom-
ising results in the determination of the degree of 
liver fibrosis [9, 10, 23, 24].

It was demonstrated that liver stiffness and vis-
cosity increase with the degree of fibrosis up to the 
level of cirrhosis [7, 9, 10, 23]. Recently, several 
elasticity imaging techniques have been developed 
for the assessment of the mechanical properties of 
liver tissues and fibrosis staging (Fig. 1). Different 
imaging modalities, such as magnetic resonance 
elastography, transient ultrasound elastography 
(TE), supersonic shear imaging (SSI), shear wave 
dispersion ultrasound vibrometry (SDUV) and 
a few others were used [4, 5, 19, 20].

Fig. 1. Shear Wave elastography – dynamic real-time elastography of the liver of patient with 7-year history of 
Hepatitis C. Measured value of liver stiffness is 5.4 kPa, which indicates stage F0 of liver fibrosis
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In the past few years, transient elastography 
(TE), implemented in the FibroScan® machine, has 
been increasingly used as a liver fibrosis assessment 
tool [18, 21, 24]. In this technique, the probe con-
sists of an ultrasound transducer, which is locat-
ed at the end of a vibrating piston. The transducer 
generates a mild amplitude and low frequency vi-
brations that induct elastic shear wave that propa-
gates through the underlying tissues. The propaga-
tion of the shear wave through the liver is detected 
by an ultrasound probe. The software automati-
cally calculates the velocity of shear wave propa-
gation. Higher velocity is related to higher tissue 
stiffness that corresponds with the stage of fibrosis. 
The test is performed with the patient lying in the 
supine position, with the probe placed at the inter-
costal space overlying the liver [9, 10, 22, 24].

The advantages of transient elastography are 
that the procedure is painless, rapid and easy to 
perform and the results are available immediately. 
Transient elastography has been shown to be high-
ly reproducible with minimal inter- and intra-ob-
server variability. The range of possible liver stiff-
ness values obtained with transient elastography is 
from 2.5 to 75.0 kPa, with the normal liver stiffness 
value for healthy individuals being around 5.5 kPa 
[22–24]. In METAVIR liver fibrosis stage scale op-
timal stiffness cutoff values of 8.7 and 14.5 kPa 
showed respectively F > or = 2 and F = 4 [5, 20].

It is worth mentioning that elastography can 
be an alternative method for the patients with ab-
solute or relative contraindications against the liv-
er biopsy which include inter alia the absence of 
patient cooperation, clotting abnormalities, mor-
bid obesity or ascites [3, 4, 10, 20, 21].

Another method that can be used to assess liv-
er fibrosis is Shear Wave Elastography – SWE avail-
able in Aixplorer machine. Like TE, SWE estimates 
the propagation speed of a shear wave to measure 
tissue stiffness. The color elasticity map is overlaid 
on a traditional b-mode ultrasound image. It is pos-
sible to change the size and position of the elastic-
ity map. When the image is frozen the circular ROI 
can be set to measure the average stiffness and SD 
within the ROI. Additionally, while using SWE sys-
tem, it is possible to examine liver anatomy in real-
time and to choose the best place to measure tissue 
stiffness. The combination of both SWE and tradi-
tional B mode imagining can result in a more accu-
rate staging of liver fibrosis. There are several stud-
ies demonstrating the high accuracy of SWE in the 
assessment of liver fibrosis [16, 17, 20–22].

Elastography methods have also been used to 
determine focal liver lesions [10, 16, 17, 20]. One 
of the main courses of research is hepatocellu-
lar carcinoma (HCC) detection and differentia-
tion from other lesions. HCC lesions are typically 

harder than normal liver tissue. Although this dif-
ference may be less pronounced when compared to 
cirrhotic liver in which the tumors typically occur. 
Ultrasound elastography seems to be a promising 
procedure to predict the risk of hepatocellular car-
cinoma [15, 17, 24]. However, further studies are 
needed to confirm the usefulness of this method.

Thyroid
Nowadays, the most important examination of 

thyroid structure is ultrasonography with B-mode 
and Doppler [6, 7, 10, 15, 26, 27]. It gives a lot in-
formation about the echogenicity of parenchyma, 
presence of nodule, blood flow etc. However, in-
formation about nodules is often inadequate. The 
majority of thyroid nodules is benign, but it is not 
always possible to exclude its malignancy only by 
using ultrasonography (Fig. 2). Fine-needle aspi-
ration cytology (FNAC) is the main tool to define 
character of nodule due to its accuracy and repro-
ducibility [6, 28–30]. However, FNAC is charac-
terized by a grey diagnostic area – Thy3 in the Brit-
ish Thyroid Association guidelines [4, 29, 30]. The 
consequence of this fact is that about 80% patients 
with Thy3 undergo unnecessary thyroidectomy 
[30, 31]. Elastography is considered as a technique 
that combined with ultrasonography will improve 
basic diagnosis of thyroid, accuracy of FNAC or 
even will substitute FNAC [31].

Quasi-static elastography gives only qualita-
tive or semi-quantitative information about elas-
ticity of the tissue. Therefore, the term of strain 
ratio (or elasticity score) is in use. Generally, the 
value of those parameters depends on the differ-
ence between the stiffness of the nodule and nor-
mal parenchyma. Ratio of 4 allows to us to consid-
er a lesion as hard nodule (Fig. 3). However, in the 
research there were used different cutoffs [10, 27, 
31, 32]. Results of the research were ambiguous. 
First results were encouraging [6, 26]. For exam-
ple, a meta-analysis published in 2010 showed 
that qualitative real-time ultrasound elastography 
has a sensitivity of 92% specificity of 95% in dif-
ferentiating malignant to benign nodules and it 
could reduce unnecessary surgical interventions 
after FNAC [28, 29]. However, later research did 
not confirm the usefulness of USE in the pre-sur-
gical selection of nodules and suggests the need for 
a quantitative or semi quantitative elastography 
[6, 26, 27, 30]. A study from Sapienza Universi-
ty of Rome reported high sensitivity and specifici-
ty values Q-elastography in the differential diagno-
sis of thyroid nodules with indeterminate cytolo-
gy [4, 32].

SWE gives precise information about tissue 
stiffness in kilopascals [10, 31]. Moreover, this 
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Fig. 2. Thyroid, B-mode with static elastography – lesion of low stiffness, B-mode image reveals lesion with high sus-
picion of malignancy, elastography indicates benign character of lesion due to low strain ratio. Follow-up confirmed 
adenoma

method is considered not to be as dependent on 
examination techniques as quasi-static elastogra-
phy due to the lack of the necessity to compress 
the tissue [30, 31]. However, the results of research 
estimating diagnostic utility of SWE in differenti-
ating malignant to benign nodules are also equivo-
cal. Probably the largest study in the last years gave 
unsatisfactory results [9, 10, 30, 31] in comparison 
to the first encouraging research. A study by Sebag 
et al. showed a sensitivity of 85.2% and a specificity 
of 93.9% by using the cutoff value of 65 kPa [9, 31]. 
Later research by Kunwar et al. reported a sensitiv-
ity of 76.9% and specificity of 71.1% by using the 
cutoff value of 34.5 kPa, which was the threshold of 
highest accuracy [6]. That study showed that SWE 
is probably more operator-dependent than it was 
considered to be. Furthermore, the meaningful 
role of factors that may impact SWE is mentioned, 
such as the possibility of compression artifacts in 
the superficial fascia, vertical artefacts on SWE and 
areas devoid of SWE signal in some solid nodules 
[9, 10]. The conclusion is that further studies are 
necessary, especially when some technical limita-
tions of SWE will be solved [3, 6, 29–31].

Another issue is the possibility of using elas-
tography to diagnose diffuse diseases of thyroid. 
There are some studies performed to estimate the 
value of elastography in such cases. In fact, only 
quantitative or semi quantitative techniques are 
likely to be useful. There is research that confirmed 
the possibility of measuring the increased stiffness 
in Hashimoto disease by using MRE [4, 6] and 
studies that reported possible usefulness of ARFI 
to confirm the presence of Graves’ disease and 
chronic autoimmune thyroiditis [6, 27, 28, 32]. 
However, it is not clear if all types of thyroiditis 
can be detected or distinguished by using quanti-
tative elastography [27, 29–32].

Lymph Nodes
Elastography of the lymph nodes was used first 

by Janssen et al. [33]. He examined 50 patients us-
ing elastography and needle aspiration biopsy [33]. 
The examination was carried by two independent 
specialists. Lymph nodes of posterior mediastinum 
were examined. 66 lymph nodes were assessed. The 
examination showed that 37 were normal and 29 
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were malignant. The examination of 31 out of 37 
normal lymph nodes showed a homogenous elas-
ticity pattern, while malignant lymph nodes were 
described as hard heterogeneous lesions. The com-
patibility factor between specialists was very high 
and it was k = 0.84. The examination of normal 
lymph nodes was confirmed in 81.8–87.9%, in the 
case of malignant lymph nodes the conformity was 
84.6–86.4%.

The other report [33–35] shows that the cor-
tex of the lymph node in elastography examination 
is harder than the cortex of both normal lymph 
nodes and those with metastases. The cortices of 
normal and those with metastases lymph nodes do 
not exhibit the difference in elasticity but the cor-
tex of malignant lymph nodes was much harder. 
Scientist compared the specificity of various diag-
nostic methods: clinical trial – 13.3%, ultrasonog-
raphy B mode – 40%, Doppler ultrasonography 
– 14.3%, elastography – 60% and the specificity 
was respectively: 88.4%, 96%, 95.6%, 79.6% [34, 
35]. The assessment of the lymph nodes in elas-
tography was done by means of a five-level scale 
of colors: red, yellow, green, turquoise, blue. Ly-
shchik et al. used a four-level scale of colors [33]. 

They examined 64 axillary lymph nodes. Their cal-
culation was based on the percentage share of high 
elasticity areas (hard blue). The specificity of the 
method was estimated as 80.7% and the specific-
ity as 66.7%. Saftiou et al. examined 42 cervical, 
mediastinal and abdominal lymph nodes by the 
usage of endoscopic elastography. Method sensi-
tivity was 91.7% and the specificity 94.4%. A new 
method to assess elastograms was used by [36]. It 
takes into consideration, visibility, relative bright-
ness, margins regularity, margins of definition. 
They examined 141 patients and described the 
specificity as 98%, the method’s sensitivity as 85% 
and conformity as 92%. In literature there are oth-
er reports which assess the specificity and method 
sensitivity: Giovannini et al. [13] examined 31 cer-
vical and mediastinal lymph nodes as well as para-
aortic lymph nodes in the size of around 20 mm. 
The specificity of sonoelastography was present-
ed as 100% and specificity as 50%. The examina-
tion which was carried in more numerous group of 
patients (101) using needle aspiration biopsy, US, 
EUS allowed to differentiate malignant and benign 
lesions with the specificity of 82.5% and sensitivi-
ty of 91.8%. The elastography of the lymph nodes 

Fig. 3. Static elastography of thyroid- hetero-, hypoechogenic lesion of high stiffness. Follow-up confirmed carcinoma 
papillare
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is a very good method which assists needle aspira-
tion biopsy of lymph nodes. Thanks to this meth-
od the specificity of the examination is bigger and 
at the same time the number of complications is 
smaller [3, 5, 35, 36].

Prostate Gland
The prostate gland was first examined by elas-

tography [2–4, 7]. This method is constantly be-
ing improved and it allows us to show the lesions 
which are in the prostate gland. It helps in making 
a decision on whether to carry out a biopsy and 
thanks to higher precision additional contuses is 
not necessary. In a normal ultrasonography ex-
amination (B-mode US) prostatic carcinomas are 
hipoechogenic, some are izoechogenic and some, 
very rarely, hiperechogenic. The sensitivity of tra-
ditional ultrasonography examination is assessed 
as 50% [34, 37]. Ultrasonography examination ad-
ditionally with Doppler increased the method sen-
sitivity, but only by 5%. According to Kamoi [3, 4] 
in elastography of prostate gland the sensitivity is 
76%. Zhang et al. [40] noticed that prostatic car-
cinomas have a higher elasticity factor than nor-
mal tissue – the prostate gland is darker and more 
blue in elastogram. The other reports compare the 
effectiveness of this method with biopsy-proven 
prostatic carcinoma [38–40]. 

Trans-rectal elastography revealed carcinoma 
in 93% cases (27 patients). Detectability of carci-
noma was higher than in TRUS (trans rectal US) 
– 59% in 16 patients. Junker et al. noticed that 
the effectiveness of sonoelastography of the pros-
tate gland depends on malignant tumor size [40]. 
In the case of foci of 0–5 mm the effectiveness of 
this method is 6/62, 6–10 mm is 10/37, 11–20 mm 
is 24/34 and the highest detectability of 14/14 is 
in the case of tumors bigger than 20 mm. Pozzie 
et al. [36] examined 460 patients and they diag-
nosed in 32.17% biopsy-proven prostatic carcino-
ma. The authors of that report assessed the sensi-
tivity of the SE as 61.49% and specificity as 74%. 
They compared it with the TRUS and respective-
ly examination sensitivity was 76.35 and specifici-
ty 43.59%. They observed that the combination of 
both diagnostic methods (TRUS + SE) raised the 
effectiveness of the diagnostic methods of pros-
tate gland: sensitivity – 79.9%, specificity – 86.7%. 

Walz et al. [37] noticed that using elastography as 
the only method gave the sensitivity of 58.8% and 
specificity of 43.3%. In the biopsy of prostate gland 
those values were 67.8% sensitivity and 43.3% spec-
ificity. The combination of both methods showed 
a substantial rise of sensitivity up to 84.9%. Many 
more scientists, i.e. Salomon G and Brock [39, 40] 
accept elastography as a perfect completion of di-
agnostic methods which raise the sensitivity and 
specificity of the examination as well the biopsy 
precision. Salomon [40] assesses method sensitiv-
ity to 75.4% and method specificity to 76.6%. Tsu-
tsumi et al. [41] observed that the effectiveness of 
the method does not depend on tumor localiza-
tion. They examined 51 patients and elastography 
was made before the histopathology. In the exam-
ined group in 15 (29%) patients elastography was 
100% effective. In 28 patients (55%) the localiza-
tion of the tumor was correct but some inaccura-
cies appeared. In 8 (16%) patients elastography did 
not show correct focus and did not detect the tu-
mor. Those findings made them divide the pros-
tate gland into three parts: anterior, middle and 
posterior. In 30 (94%) out of 32 patients elastogra-
phy detected the tumor in anterior region correctly 
and in 13 (76%) out of 17 patients in middle part. 
The assessment of the tumor in posterior area was 
the most difficult – 16/28 (57%). Elastography is 
a good complementary of other diagnostic meth-
ods. This method still needs research and training 
for people who perform it.

Conclusions 
Sonoelastography is a novel technique of im-

aging, which enables the representation of tissues 
and organs with the evaluation of their elastici-
ty. Ultrasound devices equipped with sonoelas-
tography option enable more accurate imaging 
and evaluation of the nature of lesions situated at 
small depth, e.g. breast, thyroid, testicles, prostate, 
some groups of lymph nodes. The method is appli-
cable mainly in diagnosing malignant lesions and 
the evaluation of hepatic fibrosis. It increases the 
accuracy of ultrasound in diagnostics and in the 
evaluation of the stage of malignant lesions. It also 
helps to indicate more precisely the areas that re-
quire the biopsy.
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